OFFICE OF ATTORNEY GENERAL

CRIME LABORATORY DIVISION

Toxicology Section/Breath Aicohol Program

Instrument Certification and Maintenance Unit BrF-003-8

Intoxilyzer 8000 Initial Inspection

Serial Number 80- poyiqy
‘/ A. Power On v 5 min. countdown v 1 min.
/ B. Security Checks. ¢~ Level1 L~ Level2 +»  Level3

.~ C. Gas Cylinder Setup
\/ D. Printer. Level 1 Func P \/ Paper Feed Iﬁ internal / External
/ E. Display is working.
/ F. Configure Start Test Switch. Level 3Func SSub T
/ G. Setup Preliminary Data. Level 2 Func E
l/ H. Configure General Setup. Level 3 Func S Sub G.
l/ |. Configure Port. Level 3 Func S Sub N

|/ J4.Check Camera. ABA Mode Q/ Oper 1D L ND Lic. / Hot Key "R"

\/K. Diagnostic Test. Level 2 Func D

|

|

/ L. Check Ser Num / Version Level 2 Func V
50 - 004144 serial No.8/b4. [2Version {3621 Display 7 CPLD

|

[/ M. Detector Voltages. Level 3 Func D Sub D

- 324y s | C ¢7.00
912882 5 L B £r  RFlInd.
/ N. Hot Keys | /_’ F5 Tone
F8 Green LED
v~ F7RedLED
F9 Fan
,;f F10 Pump
i F11 Sol Qutput
‘// 0. RFI Dectector
(/ P. Atmospheric Monitor. Level 3 Func D Sub A. p 45(, CF (.09
08/08 go_oc)t,“c,??’

D:\Form BrF-005-8 intoxilyzer 8000 Initial Inspection 08-09 Polufl?



OFFICE OF ATTORNEY GENERAL
CRIME LABORATORY DIVISION

Toxicology Section/Breath Alcohol Program

Instrument Certification and Maintenance Unit BrF-005-8
'/ Q. Flow Monitor. Level 3 Func D Sub F. R [§1 F 0.000 Us
/ R. Temperature Monitor. Level 3 Func D Sub T
c 4710 A 4TS I 6.0
B _4<.| V_ 0.0
\/ 5. Gas Tank Monitor. Level 3 Func D Sub G (25 psilntox {210 psiReg
v~ T.CGonfigure Wet Bath Sim. Level 1 Func S
U. Zero Alcoho! Test Level 1 Func C DR SIMSN — Lot OL00 RepValue
0.000 AC 6. 000 AC O.O00AC
L/~ V.lowAGC Test. Level 1 Func C De 5[‘4'_’! SimSN  — Lot ©.02 | RepValue
0.0[1 AC (. 017 AC 0.017AC
/ _ W. Linearity Test. Level 1 Func C DI 5/87SimSN  —— Lot 0.24 0 Rep Value
O.aa5 AC [.20g7AC  G.XG73AC
/ X. Interferent Test. Acetone ]2 F4S SimSN — Lot o05% Conc
Level 1 Func B L~ Display ~ Printout 0% OF

1/ Y. Ambient Test

/Z.lnvalid Sample Test

V4 AA. RF| Detector Test. CMS Mode

Lot O_éﬁa Conc

/Methanolfg:/(;g'?} Sim SN
v— Display — Printout
~1PA Des5/q] Sim SN Lot
v Display :7 Printout

0./0% Conc

—Display L Printout

v’ Display ]ﬁ Printout
v Display

Printout

/ BB. Configure Dry Gas Standard. Level 1 Func S

v~ CC. Stability Test at 0.080AC. Level 3 Func T Sub S

l/DD. Maintenance/Repairs

0. 0188 Ave.  , 0005 Std Dev 0 .47 2Rel Std Dev

W (andrﬁ—bd/m

v

28 s 05
Date O

4 Sui” 1009

Date V¥

08/09

D:\Form BrF-005-8 intoxilyzer 8000 Initial Inspection 08-09

Db Kaadeen
Sig re
Aty ttis A
Reviewedby

SO-OOHITY



Intoxilyzer Test Record and Chacklist
NOORS Crite LaD. Div., Biswarck, W0 58301

41, Inc. Intoxilyzer
North Dakota fodel BO0 N 86-004194
Location = TORL gle4, 12,92 06/08
[8/27/20%9 {9:41

alcohot Analyzer

spxkkexs Printer Test ke

12 char/line
abcdefghijkl
ABCDEFGHI JKL

16 char per line
abcdefghi jklmnop
ABCDEFGHIJKLMNGP

21 chars per line
abcdefghi jkImnoparsty
ABCOEFGHI JKLMNOPARSTU

24 characters per line
abcdefghi jkimnopgrstuvuy
ABCDEFGHIJKLMNDPARSTUUWX

32 characters per line
abcdquhijklmnapqrstuuwxu2123456
HBEDEFGHIJKLNNDPDRSTUUNXY2123456

42 characters per line
an:Ea?ghijKlmnapqrstuuuxgzl23¢55789
FRCOEF G ] JKLINGRIRSTLLIKYZ 1234567850801

currert Insirument Selid

ata Entry Made: Enznled

Start Test SROUERCE: OFBACARR

Display Prelin Rsit?  Yes

Display Third Digit?  Yes

Irib Pringer (YR No

Disnlay Unlura? Ho

Dizanle On Henfull? No

# of Print Copies? 1

Seiect Std (D137 ary

Standard Yalue? g.080

Standard Lot #7 595711

Sandard Tyl &2 i

Standarg Expiration? 137032011

Oper Wo? Y

Eloy Cal. Date: 06/23/2319

Slope 58!

Intarcent -h2243(

Ik calibration Dater 167232003
Jum Su

0ih Coefi=i0ld;  -1680 -2374]

15t Coefl=1003  2679% 131411

ang Coef (1003 1978

W20 adjing/ 110k &40

1220

573

yisexpeiesx Test End Fr e a el

Db Koshu

{perator Signature

DER KASHUR
Remarks: [
| Lot
G:)(H-i‘\"“:—i" Al AA

torm 106-18000

So- 6047y



Intoxilyzer Test Record and Checklist

NDOAG Crime Lab. Div.,

Bismarck, ND 58501

CMI, Inc. Intoxilyzer Alcohol Analyzer
North Dakota Model 8000 SW 80-004194
Location = TOXL 8164.12.00 06/09
08/27/2009 09:40

kkkkkxhkkkkkk Printer Tegt *rkxkrrxxrrxs

abcdefghijklmnopgrstuvwxyz1234567890~=|

ABCDEFGHIJKLMNOPQRSTUVWXYZ! @#3%"&* () +7

abcdefghijklmnopgratuvwxyz1234567890-= |
ABCDEFGHIJKLMNOPQRSTUVWXYZ ! 8#$%7&* () _+7

Current Instrument Setup

Data Entry Mode: Enabled

Start Test Sequence: DABACABA

Dispilay Prelim Rslt? Yes

Display Third Digit? Yes

Inhilb Printer(Y/N)? No

Display Voliume? No

Disable On Memfull? No

# of Print Copies? 1

Select 5td (D/W/I)7 Dry

Standard vValue? 0.080

Standard Lot #7 585711

Standard Cyl #7 10

Standard Expiration? 03/03/2011

Oper No? TTT7T

Flow Cal. Date: 06/23/2009

Slepe 681

Intercept -622430

IR Calibration Date: 06/23/2009
3um Sum

0th Coef (*100): -16880 -23747

15t Coef (*100): 267556 131411

2nd Coef (*100) : 1978 1220

H20 adj (mg/1*10k): 440 575

FhEkkkEkEx+ Printer Test

Db Kashe,

Frngd #r**xkkxikk

Operator Signature

DER KASHUR

Remarks:

Prind deat

Form 106~I8000

fFo-o0HI 7Y
£ Gofd7



Intoxilyzer Test Record and Checklist

NDOAG Crime Lab. Div., Bismarck, ND 58501
CMI, Inc. Intoxilyzer Alcohol Analyzer
North Dakota Medel 8000 SN 80-004194
Location = TOXL 8164.12.00 06/09
08/27/2009 14:06
Test AC Time
017 Room Air 0.000 14:07
0Z *Subject Test REF¥* 14:07
03 Room Air 0.000 14:07

*Subject Test Refused

Sub Name = DISCOVER, THE SPFPIRIT

Sub DOB = (02/01/13982

Sub Sex = Female Weight = 150
Test = DUI Cit = NA
Dr. Lic. = ND/DIS921456

Simul Ser Nc = DRO0OO

Etd S0l No = 000

County = 08 Cper No. = 777777

Dol Kaahio

Operator Signature
DER KASHUR

(o / R C/M

Form 106-I8000

Remarks:

FO~-OOHITY
§. 17 pE



Intoxilyzer Test Record and Checklist
NDOAG Crime Lab. Piv., Bismarck, ND 58501

CMI, Inc. Intoxilyzer Alcohol Analyzer
North Dakota Model 8000 SN 80-004194
Location = TOXL 8164.12.00 06/09
08/27/2009 14:08
DIAGNOSTIC
Voltage/Current Test Pass
RAM Test Pass
EEPROM Checksum Test Pass
Real Time Clock Test Pass
DSF Test Pass
Analytical Stability Test Pass
Modem Test Pass
Temp Regulation Test Pass

Oper No. = 777777

Delp Ko phoser

Operator Signature
DEBR KASHUR

Remarkii>1iajiddxhi:&%i/ Q£E;i:%f

Form 106-I8000

Fo-o0 HITY
Pl ?



Intoxilyzer Test Record and Checklist

NDOAG Crime Lab. Div., Bismarck, ND 58501
CMI, Inc. Intoxilyzer Alcohol Analyzer
North Dzkota Model 8000 SN 80-00415%4
Location = TOXL 8164.12.00 06/09
08/28/2009 08:57

WET CAL CHECK

Test AC Time
01 Room Air 0.000 08:58
02 s8td. Sol. 0.000 05:00
03 Room Air 0.000 09:01
04 Std. Sol. 0.000 09:02
05 Room Air 0.000 09:02
06 Std. Sol. 0.000 09:03
07 Room Air 0.000 09:03

08 8im Temp = 34.0°C

Simul Ser No = DRO0DO
Std Sol No = 000
County = 08 Oper No. = 777777

Db Kagheon

Operator Signature
DEB KASHUR

Remarks:

2 oo velerencr

Form 106~I8000

Fo- oo N7y



Intoxilyzer Test Record and Checklist
NDOAG Crime Lab. Div., Bismarck, ND 58501

CMI, Inc. Intoxilyzer Alcohol Analyzer
North Dakota Model 8000 SN 80-004194
Location = TOXL 8164.12.00 06/09
08/28/2009 10:50

f 1
| WET CAL CHECK |
| J

Test AC Time
07 Room Air 0.000 10:51
02 std. Sol. 0.017 10:52
03 Rocm Air g.ooo 10:52
04 s8td. socl. 0.017 10:53
05 Room Air 0.000 10:54
06 Std. Sol. c.017 70:54
07 Room Air 0.000 10:55

08 Sim Temp = 34.0°C

Simul Ser No = DR0O00O
Std Scl No = 000
County = 08 Cper No. = 777777

Db Kaadoo

Operator Signature
DEB KASHUR

Remarks:

Lows AC

Form 106-18000

Fo-oodivy
gl J%%LIP Fe



Intoxilyzer Test Record and Checklist
NDOAG Crime Lab. Div., Bismarck, ND 58501

CMI, Inc. Intoxilyzer Alcohol Analyzer
North Dakota Model 8000 5N 80-004794
Location = TOXL B164.12.00 06/09
08/27/2009 14:16

WET CAL CHECK

Test AC Time
01 Room Air 0.G0C 14:17
02 Std. Sol. 0.288 14:%7
03 Room Air ¢.000 14:18
04 3Std. scl. 0.291 14:19
05 Room Air 0.000 14:1%
06 5td. Sol. 0.292 14:20
07 Roaom Air 0.000 14:21

08 Sim Temp = 34.0°C

Simul Ser No = DRO0OOO
Std Sol No = 000
County = 08 Oper No. = 777777

Operator Signature
DEB KASHUR

Remarks:
L?‘hm,a?rhg M

Form 106-I80C0

FO-00477
p. G417 b



Intoxilyzer Test Record and Checklist
NDOAG Crime Lab. Div., Bismarck, ND 58501

CMI, Inc. Intoxilyzer Alcohol Anaiyzer
North Dakota Model 8000 SN 80-004194
Location = TOXL 8164.12.00 06/08
0B/28/2009 11:14
Test AC Time
01 Room Aair 0.000 11:15
02 #8Subject Test INT* 11:16
03 Room Ailr 0.000 11:176

*Invalid Test
Interferent Detected

Sub Name = DISCOVER, THE SPIRIT

Sub DOB = 02/01/1992

Sub Sex = Female Weight = 150
Test = DUIL Cit = NA
Dr. Lic. = ND/DIS921456

Simul Ser No = DRO0OQO
std S0l No = Q00 oo

County = {8 Oper No. = 777777

Deb Kol

Cperator Signature
DEB XASHUR

Remarks:

Form 106-I8000

Fo-00H 7Y
P 10f17 Free



Intoxilyzer Test Record and Checklist
NDQAG Crime Lab. Div., Bismarck, ND 58501

CMI, Inc. Intoxilyzer Alcohol Analyzer
North Dakota Model 800G SN 80-004194
Location = TOXL 8164.12.00 06/09
08/27/2009 13:43
Tast AC Time
01 Room Air 0.000 13:44
02 *Subject Test INT* 13:44
03 Room Air 0.00C 13:45

*Tnvalid Test
Interferent Detected

Sub Name = DISCOVER, THE SPIRIT

Sub DCB = 02/01/1592

Sub Sex = Female Weight = 150
Test = DUI Cit = NA
Dr. Lic. = ND/DIS921456

Simul Ser No = DR000O

Std Sol No = 000

County = 08 Cper No. = 777777

Operator Signature
DEB KASHUR

Remarks:

e Manned ontecfncet

Form 106-18000

- 00Ty
& 1 A7 Jin



Intoxilyzer Test Record and Checklist

NDOAG Crime Lab. Div., Bismarck, ND 58501
CMI, Inc. Intoxilyzer Alcohol Analyzer
North Dakota Model 8000 SN 80-004194
Location = TOXL B164.12.00 08/09
08/28/200%9 11:11
Test AC Time
01 Room Air 0.000 11:12
02 *Subject Test INT* 11112
03 Room Air £.000 11:13

*Tnvalid Test
Interferent Detected

Sub Name = DISCOVER, THE SPIRIT
Sub DOB = 02/01/1992

Sub Sex = Female Weight = 150
Test = DUI Cit = NA
Dr. Lic. = ND/DIS3921456

Simul Ser No = DR0O00O
Std 8cl Ne = 000

County = 08 Oper No. = 777777

Operater Signature
DER KASHUR

Remarks:

Sdai ‘/wu’CM/é.vu,J'

Form 106-I8000

FO- 0O 7Y
§ 19477 pin



Intoxilyzer Test Record and Checklist
NDOAG Crime Lab. biv., Bismarck, ND 58501

CMI, Inc. Inftoxilyzer Alcohol Analyzer
North Dakota Model 8000 SN 80-004194
Location = TOXL B164.12.00 06/09
08/27/2009 15:26
Test AC Time
01 Room Air BAMB* 15:27
G2 Room Air 0.000 15:28

*Invalid Test
Check Ambient Conrditions

Sub Name = DISCOVER, THE SPIRIT
Sub DOB = 02/01/1992

Sub Sex = Female Weight = 150
Test = DUI Cit = NA
Dr. Lic. = ND/DIS927456

Simuil Ser No = DR0O00O
8td Sol No = 000
County = (8 Cper No. = 777777

]210&9 }(ﬂ LAkx/Li

Operator Signature
DEB KASHUR

Duihioit ottt

Form 106-1I8000

Remarks:

Fo- o097y
@ 13f17



Intoxilyzer Test Record and Checklist
NDOAG Crime Lab. Div., Bismarck, ND 58501

CMI, Inc. Intoxilyzer Alcohol Analyzer
North Dakota Model 8000 SN 50-004154
Location = TOXL 8164.12.00 06/09
08/27/2009 16:18
Test AC Time
01 Room Air 0.000 16:19
02 Invalid Sample K. XXX 16:18
03 Room Air PUR* 16:20

*Purge Fail
**Invalid Test - Mouth Alcohol

Sub Name = DISCOVER, THE SPIRIT
Sub DOB = 02/01/1992

Sub Sex = Female Weight = 150
Test = DUL Cit = NA
Dr. Lic. = ND/DIS921456

Simul Ser No = DR0DO0OQO
std Sl N¢e = QG0

County = 08 Oper No. = 777777

Db Koot

Operator Signature
DEB KASHUR

Remarks: Sﬁﬂﬁpk>

Lova Iod A

Form 106-18000

Fo-00Y4TY
f. j‘/’;&/{f?}_{h“_



Intoxilyzer Test Record and Checklist

NDOAG Crime Lab. Div., Bismarck, ND 58501
CMI, Inc. Intoxilyzer Alcohol Analyzer
North Dakota Model 8000 SN 80-004194
Location = TOXL B164.12.00 06/09
08/27/2009 13:50
Test AC Time
01 Diagnostic OK 13:52
02 Room Air RFI* 13:52
03 Reoom Air 0.000 13:52

*Invalid Test
Inhibited - RFI

Sub Name = DISCOVER, THE SPIRIT

Sub DOB = 02/01/1992
Sub Sex = Female Welght = 150
Test = DUI Cit = NA

br. Lic. = ND/DIS021456
Simul Ser No = DROCOO

County = 08 Oper Na. = 777777

I followed the Approved Method and the
instructions displayved by the Intoxilyzer
in ceonducting this test.

Db Ko shee

Operator Signature
DEB KASHUR

Remarks:

RFE L St

Form 106-I8000

FC- 0% 7y
7 1S.4)7



Intoxilyzer Test Record and Checklist
NDOAG Crime Lab. Div., Bismarck, ND 58501

CMI, Inc. Intoxilyzer Alcohol Analyzer
North Dakota Mocdel 8000 SN 80-004194
Location = TOXL 8164.12.00 06/09
08/27/2009 08:52
Tast AC Time
01 Room Air 0.000 08:53
02 Std. Gas 0.078 08:53
03 Room Air 0.000 08:53
04 sStd. Gas 0.079 08:54
05 Room Air 0.000 G8:54
06 Std. Gas 0.078 08:55%
07 Room Air 0.000 08:55
08 std. Gas 0.079 08:56
09 Room Air 0.000 08:56
10 Std. Gas c.078 08:57
11 Room Air 0.000 08:57
12 8td. Gas 0.079 08:57
13 Room Air 0.000 08:58
14 Std. Gas 0.079 .| G8:58
15 Room Air 0.000C 08:59%
16 Std. Gas 0.07% 08:59
17 Room Air 0.000 09:00
18 Std. Gas 0.079 09:00
19 Room Air 0.000 09:01
20 std. Gas 0.079 09:01
217 Room Air 0.000 09:02
22 5td. Gas 0.07% co:02
23 Room Air 0.000 09:03
24 8td. Gas 0.07% 09:03
2% Room Air 0.000 09:04
26 std. Gas 0.080 09:04
27 Room Air 0.000 09:05
28 5td. Gas 0.078 09:05
29 Room Air 0.000 09:06
30 Std. Gas 0.079 09:06
31 Room Air 0.000 09:07
32 8td. Gas 0.07¢ 06:07
33 Room Air 0.G00 09:07
34 5td. Gas 0.079 09:08
35 Room Air 0.000 09:08
36 Std. Gas 0.078 09:09
37 Room Air 0.000 09:08
38 Std. Gas 0.079 09:10
3% Room Air 0.000 09:10
40 Std. Gas 0.07% ge:11
47 Room Air p.oco gg2:11
42 Cal Check Stats:
43 Average 0.0788
44 gtd bev 0.0005
45 Rel Std Dewv 0.67%

Fo- 0% TY



Remarks:

(A 5851

Operator Signature
DEB KASHUR

(‘11#5 D

Form 106-I8000

£xy Jodle: 63 Mar 2011

Fo- oW 7y
- 12407 pE



