ETHANOL BREATH STANDARD CYLINDER REPORT
OFFICE OF ATTORNEY GENERAL
CRIME LABORATORY DIVISION

Toxicology Section/Breath Alcohol Program
SFN 58282 (1-2010)

Only Chemical Test Operators may change the Ethanol Breath Standard and complete this form,

Chemical Test Operator Name: %ﬁ//&dﬂ%\-
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Intoxilyzer Test Record and Checklist
NDOAG Crime Lab. Div., Bismarck, ND 58501

CMI, Inc. Intoxilyzer Alcohol Analyzer
North Dakota Model 8000 SN 80-004200
Location = HILL 8164.13.00 06/09
10/25/2010 15:23

DRY CAL CHECK

Test AC Time
01 Room Air 0.000 15:24
02 std. Gas 0.076 15:24
03 Room air 0.060 15:25
04 3td. Gas 0.076 15:25
05 Room Air 0.000 15:26
06 sStd. Gas 0.076 15:26
07 Room Air 0.000 15:27

Lot No = 1541008041

Cyl No = 15

Exp Date = 07/01/2012

County = 49 Oper No. = 058405
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Operator Signature
RAY G. WEBER

Remarks:
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