OFFICE OF ATTORNEY GENERAL
CRIME LABORATORY DIVISION

Toxicology Section/Breath Alcohol Program

Form: Brf-105-G

ETHANOL BREATH STANDARD CYLINDER REPORT

(Only Chemical Test Operators may change the Ethanol Breath Standard and complete

this form.)

Chemical Test Operator Name: }f@;/&bwu

Location: //"/(5)/41// o 5_,9

Intoxilyzer Serial No.: - QZ/QO:‘:)

Lot Number: @—?ﬁjf
—
Cylinder Number: #’4@

Expiration Date: /D Zﬁé’ 523542

instrument Test Results (Report to 3 Digits; Example, 0.081%)
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G\Crime Lab\Manuals\ISO SOP\Toxicology Section\Breath Alcohat Program\Ethanol Breath Standards
Unit\Forms-Worksheets\BriF-105-G Ethanol Breath Standard Cylinder Report (11-08).docx



Intoxilyzer Test Record and Checklist

NDOAG Crime Lab. Div., Bismarck, NbB 58501
CMI, Inc. Intoxilyzer Alcohol Analyzer
North Dakota Model 8000 SN 80-004200
Location = HILL B164.13.00 06/09
12/31/2009 20:4%9

DRY CAL CHECK

Test AC Time
017 Room Air 0.000 20:50
02 std. Gas 0.081 20:50
03 Room Air 0.000 20:51
04 Std. Gas 0.080 20:51
05 Room Air 0.000 20:51
6 std. Gas 0.080 20:5Z2
07 Room Air 0.000 20:52
Lot No = 659358
Cyl No = 45
Exp Date = 09/03/2011
County = 49 Oper No. = 058405
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Operator Signature
RAY G. WLEBER

Remarks: ﬁc y 7257/
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